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Overview 
The MS2009A is a safe and reliable digital clamp 
meter with stable performance. Its design is based 
on a large scale integrated circuit double integral 
A/D converter, with full measuring range of overload 
protection circuit. With a unique appearance, it is a 
special electrical meter with superior performance. 
The MS2008A can be used for measuring AC current,
AC/DC voltage, resistance, diode, circuit continuity
test, and non-contact voltage detection.

Meter Indications 

1. AC current clamp head 
Pick AC current
2. NCV indicator light
When the voltage of conductor under test is more 
than AC 90V, the indicator will flash constantly. 
3. SEL function exchange key 
When it is in V     position, it is used to switch between 
DCV and ACV . 
When it is in      position, it is used to switch between 
diode measurement and continuity measurement. 
4. Display 
LCD display (4 significant digits). 
5. COM input end 
In addition to AC current, negative input end of
black probe. 
6. INPUT end 
Red probe positive input end when measuring
voltage, resistance, diode forward voltage drop 
and circuit continuity.
7. Function measuring switch 
Used to select each function and measuring range 
grade. 

8. Clamp head center position 
To improve current measurement accuracy, place
the conductor to be measured in the center position. 
9. NCV sense position 
When detecting non-contact voltage, position close 
to the conductor to be tested 

Other Keys

 
     Backlight
The meter display is set with backlight. Press the key 
for 2 seconds to light. Press the key for 2 seconds again
to turn off the backlight.

HOLD data hold key
Press “HOLD” key. The meter display will keep the last
test reading; and show “     ”symbol. Press “HOLD” key 
again and the meter will restore to normal measuring
state.   

H

RAN Manual/Automatic Switch Key 

 
In voltage and resistance measurement position, clamp 
meter is set to automatic measuring range by default.
Press this key to switch to manual measuring range. 
In the manual measuring range mode, click the key once
to jump to upper grade. If it is at the top grade, then it will
jump to the bottom grade. Hold this key for 2 seconds to
switch back to automatic measuring range. 
MAX Maximum reading value display
Press “MAX” key. The display will show the maximum
reading value among measuring data.
Press the “MAX” key again. The meter will revert to 
normal measurement state
NCV Non-contact voltage detection switch Used for 
non-contact voltage detection.



05 06

Schematic Drawing For Panel Instructions 
DC Voltage Measurement 

1. Insert red probe to “INPUT” jack and insert black 
    probe to “COM” jack. 
2. Place function measuring range switch to DC
    voltage measuring range. Press “SEL” key, and 
    connect the probe to the power source or load to be
    tested. The polarity of the end connected with red 
    probe will be shown in the display at the same time. 
3. Read the measuring result from display. 

Notes! 

∆ If the range of voltage to be tested is not known in 
   advance, place function measuring switch to the
   maximum range, then gradually reduce to obtain 
   the correct range. 
∆ Pay special attention to avoid shock when
   measuring high voltage.

AC Voltage Measurement

1.  Insert red probe to “INPUT” jack and insert black 
    probe to “COM” jack. 
2. Place function measuring range switch to AC
    voltage measuring range, and connect the probe 
    to the power source or load to be tested. The 
    polarity of the end connected with red probe will 
    be shown in the display at the same time. 
3. Read the measuring result from display. 

Notes! 

∆ Pay special attention to avoid shock when 
   measuring high voltage.
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AC Current Measurement
1. Place function measuring range switch to AC 
    current measuring range. 
2. Press the trigger, open clamp head, clip the lead
    in the clamp to measure the lead current. Note: 
    Clamping two or more leads at the same time will
    give invalid reading. 
3. Read the measuring result from display. 

Note:

∆ If the range of current to be tested is not known in 
   advance, please place function measuring switch 
   to the maximum current range, then gradually 
   reduce to obtain the correct range.

Resistance Measurement
1. Insert red probe and black probe to “INPUT” and
    “COM” jack. 
2. Place function measuring range switch to required 
    Ω position, and connect the probe to resistor to
    be tested. 
3. Read the measuring result from display. 

Note:

∆ If measured resistance value is more than the
   maximum value of chosen measuring range, it will
   show will “OL`”. At this time, select a higher range. 
∆ When checking online resistance, first turn off all 
   power supplies in the circuit to be measured and 
   discharge all capacitors fully. 
∆ When measuring the resistance more than 1MΩ, 
   the reading will be stable after several seconds. 
   This is normal for high resistance measuring. 

Diode Test

Insert red probe to “INPUT” and insert black probe to 
“COM” jack. At this time, red probe polarity is “+”.
Place function measuring switch to       position. Red 
probe is connected to the anode of diode under 
measurement, and black probe is connected to the 
cathode of diode under measurement. Read 
approximate forward voltage drop value from the display. 

Circuit Continuity Test
Insert red probe to “INPUT” jack, and insert black
probe to “COM” jack. Place function measuring switch 
to       position and press SEL key to enter circuit 
continuity test. Probe is connected to two points of 
circuit under measurement. In continuity test, when 
test resistance is less than 60Ω, buzzer will sound. 
When it is from 60Ω to 90Ω, buzzer may or may not 
sound. When it is more than 90Ω, buzzer won't sound. 

Non-Contact Voltage Detection
Press NCV key. Place non-contact sensor close to the
conductor. When test voltage is greater than 90V AC 
(RMS) and when the meter is close to the conductor,
the meter induction voltage indicator will flash and 
buzzer will sound. 

Note: 
1: Even there is no indication, voltage may exist. Don't
    use non-contact voltage detector to judge whether 
    there is voltage in the wire. Detection operation 
    could be affected by socket design, insulation 
    thickness, type and other factors.
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2: When inputting voltage on the meter input terminal, 
    due to the existence of the induced voltage, voltage 
    induction indicator also may light. 
3: Interference sources of external environment (such
    as flashlight, motor, etc.) may trigger non-contact 
    voltage detection by mistake. 

Technical Data
General characteristics: the maximum voltage of 
voltage input end and ground CAT III 600V      and
600V~
Display method: LCD display with maximum of 1999 
Measuring principle: double integral A/D convertion 
Measuring range choice: Automatic 
Measurement speed: 3 times/s 
Unit display: has function and power unit symbol 
display Polarity indication: display “-” symbol for 
negative polarity input 
Overrange display: “OL” 
Data hold function: display “     ” on the top of LCD
Low battery display: display “     ” on the top of LCD
Power battery: DC1.5V Х3 SIZE AAA. 
Outside measurement: 220mm×81mm×41mm
Weight: about 286g (include battery) 
The largest size of open clamp jaw: 26mm
Operating environment: 5°C~35°C
Storage temperature: -10°C~50°C

H

Accuracy Indicators 
Accuracy: ±(% of reading + digits) with one year of
warranty 
Environment temperature: 18°C~28°C   
Environment humidity: not more than 75% 
Temperature coefficient: 0.1 × Accuracy/ 1°C

* When measuring AC current, 
  place the conductor to 
  be measured be in the center
  position of clamp head.
  If it is not in the center 
  position, it can increase 
  error by 1.5% 

DC Voltage

1mV

10mV
±(0.6% of reading + 3 digits)

200mV

2V

20V

600V

0.1mV

1V ±(0.8% of reading + 3 digits)

Measuring
range Resolution Accuracy

200V 0.1V

Input impedance: 10MΩ. 
Maximum allowable input voltage: 600V DC or 600V
AC (RMS)

Sign

Condctor

SignSign
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Replacing The Batteries

WARNING
To avoid electric shock, make sure that the test 
leads have been clearly move away from the 
circuit under measurement before opening the 
battery cover of the meter.

5.1.1 If the sign “        ” appears, it means that the 
          batteries should be replaced.
5.1.2 Loosen the fixing screw of the battery cover and
          remove it.
5.1.3 Replace the exhausted batteries with new ones.
5.1.4 Put the battery cover back and fix it again to its 
          origin form.
Note:
Do not reverse the polarity of the batteries.

WARNING
Do not mix old and new batteries. Do not mix

alkaline, standard (carbon-zinc), or rechargeable

 (ni-cad, ni-mh, etc) batteries.


	页 1
	页 2
	页 3
	页 4
	页 5
	页 6
	页 7
	页 8

